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A  powerful  online  analysis  set-up  for oxygen  measurements  within  microﬂuidic  devices  is  presented.  It
features integration  of optical  oxygen  sensors  into  microreactors,  which  enables  contactless,  accurate  and
inexpensive readout  using  commercially  available  oxygen  meters  via  luminescent  lifetime  measurements
in  the  frequency  domain  (phase  shifts).  The  fabrication  and patterning  of sensor  layers  down  to  a  size
of  100  m in diameter  is  performed  via  automated  airbrush  spraying  and  was  used  for the  integration
into  silicon-glass  microreactors.  A novel  and easily  processable  sensor  material  is also  presented  and
consists  of a  polystyrene-  silicone  rubber  composite  matrix  with  embedded  palladium(II)  or platinum(II)
meso-tetra(4-ﬂuorophenyl)  tetrabenzoporphyrin  (PdTPTBPF  and PtTPTBPF)  as oxygen  sensitive  dye.  The
resulting  sensor  layers  have  several  advantages  such  as  being  excitable  with  red light, emitting  in the  near-
infrared spectral  region,  being  photostable  and  covering  a wide  oxygen  concentration  range.  The  trace
oxygen  sensor  (PdTPTBPF)  in particular  shows  a resolution  of 0.06–0.22  hPa  at  oxygen  concentrations
lower  than  20  hPa  (< 2% oxygen)  and  the  normal  range  oxygen  sensor  (PtTPTBPF)  shows  a resolution  of
0.2–0.6  hPa  at  low  oxygen  concentrations  (< 50 hPa)  and  1–2  hPa  at ambient  air oxygen  concentrations.
The sensors  were  integrated  into  different  silicon-glass  microreactors  which  were  manufactured  using
mass production  compatible  processes.  The  obtained  microreactors  were  applied  for online  monitoring
of  enzyme  transformations,  including  d-alanine  or d-phenylalanine  oxidation  by  d-amino  acid  oxidase,
and  glucose  oxidation  by  glucose  oxidase.
© 2016  The  Authors.  Published  by Elsevier  B.V. This  is  an open  access  article  under  the  CC BY  license. Introduction
Microﬂuidic platforms are useful tools for studying organic
eactions [1], enzyme kinetics [2–4] and cells [5–8] at micro-
r nanoscale. The small volumes of such devices allow a view
ehind the scenes of bulk characteristics of molecules, enzymes
nd cells. Faced with decreasing dimensions, however, analytical
hemists are challenged to ﬁnd new methods to determine ana-
ytes accurately. The integration of luminescent chemical sensors
nto microﬂuidic devices can be one useful technique for obtain-
ng online and real-time analytical data at this miniaturized scale
9,10]. Luminescent oxygen sensors are highly suited for microﬂu-
dic applications due to their high sensitivity, ability of contactless
∗ Corresponding author.
E-mail address: torsten.mayr@tugraz.at (T. Mayr).
ttp://dx.doi.org/10.1016/j.snb.2016.01.050
925-4005/© 2016 The Authors. Published by Elsevier B.V. This is an open access article u(http://creativecommons.org/licenses/by/4.0/).
readout, ease of miniaturization, ease of integration and their low
cost [11]. Moreover, optical oxygen sensors do not need a reference
element and do not deplete oxygen during the measurement in
comparison to electrochemical sensors. Nonetheless, ground state
triplet oxygen is transformed into reactive excited state singlet
oxygen during the quenching process of the luminescent oxygen
sensors [12–14]. The excited state singlet oxygen can react with its
surrounding environment and therefore can bias the investigated
system in the microscale [15].
One of the ﬁrst publications dealing with the integration of
a luminescent oxygen sensor into a silicon based microﬂuidic
device was  from Sin et al [16]. They developed a cell culture sys-
tem for mammalian cells and machined a 3 mm × 3 mm × 0.15 mm
recess into the bottom plate of the chip which was  ﬁlled with
a resin-adsorbed ruthenium(II) complex as oxygen indicator dye
and poly(dimethylsiloxane) (PDMS) to obtain an oxygen sensor
patch. The oxygen sensor was  chosen as a proof-of-concept inte-
nder the CC BY license (http://creativecommons.org/licenses/by/4.0/).
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rated sensor and used to monitor the adequate oxygen supply
or the cells. In another study Thorsen et al. [17,18]. showed the
ntegration of a sensor layer consisting of platinum(II) octaethyl-
orphyrin-ketone and polystyrene into a PDMS-based microﬂuidic
ifferential oxygenator for cell culture. A sensor solution was man-
ally pipetted onto etched glass slides, the solvent was  evaporated
nd the functionalized glass slide was bonded by an oxygen plasma
reatment to a structured PDMS layer. The same sensor chemistry
as used by Nock et al [19,20]. to integrate a patterned sensor
lm within a PDMS-based microﬂuidic device. The patterning pro-
ess included spin-coating of the sensor ﬁlm onto a glass slide and
atterning either by soft-lithography with PDMS stamps and reac-
ive ion etching in an oxygen plasma [19] or a process based on
 sacriﬁcial metal layer and plasma patterning of the spin-coated
ensor layer [20]. Etzkorn et al. fabricated oxygen sensor rings on
lass wafers by spin coating in combination with a photopatterning
rocess [21]. The sensors were used to determine the oxygen con-
umption rates of single cells in glass microwell arrays. Another
tudy introduced oxygen sensor beads in microwells. The adher-
nce of the sensor beads to the glass well was achieved by slightly
elting them [22]. Commercially available oxygen sensor patches
ere also integrated into microbioreactors for monitoring oxygen
uring microbial fermentations [23–25]. In other studies prefabri-
ated spin coated sensor layers containing a platinum(II)-porphyrin
omplex were used in microﬂuidic devices for regulating oxygen
evels [26,27] and for cell culture [28]. In another study a simi-
ar sensor chemistry was integrated into microﬂuidic channels of
 PDMS-glass-based microscale reactor [29]. The oxygen sensor
as spin-coated onto a glass substrate which already contained
icrochannels. The sensing layer outside of the microchannels was
emoved with a razor blade, prior to assemble the microscale reac-
or. Grist et al. used a laser cutter system to pattern oxygen sensing
lms [30]. Spin-coated polystyrene ﬁlms were structured by the
aser cutter and the unwanted bulk ﬁlm was removed by aqueous
ift-off/peeling. In another study, we reported recently the intro-
uction of oxygen-sensitive conjugated polymer nanoparticles into
icroﬂuidic devices [31]. As described above, integration and pat-
erning of oxygen sensor layers into microﬂuidic devices were often
ccomplished by spin coating of a sensor solution onto a substrate
n combination with the removal of the surplus bulk material. In
urther reports optical chemical sensors for other analytes like
H were also incorporated by inkjet printers into microﬂuidic
evices [32–35]. Herein, we demonstrate that airbrush spraying
n combination with stencils is a promising alternative to incor-
orate patterned oxygen sensing layers into microﬂuidic devices.
oreover, we adapted commercially available oxygen meters to
ake them ready for use in microﬂuidic applications. The pre-
ented oxygen sensor layers are an improvement to former reports
ecause they show a higher brightness (BS = ε × quantum yield),
re excitable with red light, emit in the near infrared (a spectral
egion where fewer compounds emit) and are fully compatible with
he used oxygen meters [36]. Furthermore, we tested our set-up
n silicon-glass microreactors for online monitoring of oxygen by
ifferent oxygen depleting enzyme reactions.
. Experimental
.1. Materials
Palladium(II) and platinum(II) meso-tetra(4-ﬂuorophenyl)
etrabenzoporphyrin (PdTPTBPF and PtTPTBPF, respectively;
hemical structures supplementary Fig. S.1) were synthesized
n-house according to the literature procedure [37]. Polystyrene
PS; average molecular weight = 250 000 g/mol) was purchased
rom Fisher Scientiﬁc (www.ﬁshersci.com), chloroform and -ators B 228 (2016) 748–757 749
d(+)-glucose monohydrate were bought from Roth (www.carl-
roth.de). Silicone rubber ELASTOIL® E4 was obtained from Wacker
(www.wacker.com). d-phenylalanine, d-alanine, d-amino acid
oxidase from porcine kidney, glucose oxidase from Aspergillus
niger, catalase from bovine liver and poly(ethylene glycol) (PEG
6000, av. MW = 6000) were purchased from Sigma–Aldrich, gases
for calibration from Linde (www.linde-gas.at). Photoresists ma-P
1240 and mr-D 526 were obtained from micro resist technology
(www.microresist.de).
The microreactors were manufactured using batch-production
compatible processes. The general steps of the production process
are described below (Fig. 1). The designed microreactors consist
of a silicon part with microﬂuidic structures and a glass part with
integrated oxygen sensors and access holes. Silicon wafers were
structured by a photolithography process followed by dry etching.
The use of silicon together with dry etching allowed the production
of microﬂuidic structures with aspect ratios up to 1:20 and a nearly
perpendicular channel-proﬁle, which is not possible with glass.
A silicon wafer (crystal orientation = 100) with a thickness of
675 m was  coated with a positive photoresist (ma-P 1240). The
photoresist had a layer thickness of 4 m and was baked for 2 min
at 95 ◦C. This photoresist is highly stable in dry etching processes.
An UV-lithography was performed with a mask aligner from Suss
Microtec (www.suss.com) with a dose of 110 mJ/cm2. Alignment
marks in the channel design will guarantee an accurate positioning
of the access holes in the glass wafer. After developing for 2 min  in a
beaker with mr-D 526 developer the wafer was  rinsed with deion-
ized water for 2 min. The Bosch process was  applied for the etching
to reach a channel depth of 200 m.  The etching was  performed
in a deep reactive ion etcher (Alcatel AMS  110). The etch gasses
SF6/C4F8 (400/200 sccm) were alternately introduced for 2.5 s at
a power of 2000 W in a capacitive coupled plasma of 50 W.  After
etching the wafer, the resist was  removed in an oxygen plasma.
The resist stripping was done in a plasma etcher from PVA TePla
(www.pvatepla.com) with 200 sccm oxygen at 500 W for 15 min.
The depth was  measured with a proﬁler. In parallel, a stencil mask
for the sensor areas was fabricated. A silicon wafer (crystal orienta-
tion = 100) with a thickness of 300 m was coated with the positive
photo-resist (ma-P 1240) and processed as described above. During
the dry etching, trenches were etched, which were the openings for
the spray-coating procedure (described below). Before the stencil
mask was used, the ﬂuidic access holes were fabricated into the
glass wafer. Therefore either powder blasting or laser drilling can
be applied. A photolithography process was  required as described
above for powder blasting. The holes have a diameter of 1.5 mm.
Subsequently, the stencil mask was  positioned on the alignment
marks on top of the glass wafer and ﬁxed with tape (Kapton® or UV
removable tape). In the next step, the sensing areas were spray-
coated as described below. After integration of the sensing area,
the tape can be easily removed and the stencil mask can be reused
for the next spraying process. The silicon wafer and the glass wafer
were anodic bonded using a CB8 wafer bonder from Suss Microtec.
During this process step, the microﬂuidic channels were closed.
To secure the functionality of the sensors, the bond temperature
was decreased to 180 ◦C but the bonding time had to be increased.
The anodic bonding was realized at 1000 V and a pressure of 5 kN
within 4 h. The wafers were diced after bonding into microreac-
tor chips in the size of microscopic slides (75.5 mm × 25.5 mm)  to
achieve compatibility of the microﬂuidic modules with standard
laboratory equipment. A DAD3350 dicing tool from Disco (www.
discoeurope.com) with a dicing blade of 300 m was used.2.2. Integration and characterization of the oxygen sensors
Sensor dye (PdTPTBPF or PtTPTBPF; 0.45 mg), silicone rubber
(30 mg)  and polystyrene (15 mg)  were dissolved in chloroform
750 J. Ehgartner et al. / Sensors and Actuators B 228 (2016) 748–757
f the c
(
b
p
p
n
F
t
t
m
B
f
v
d
a
m
s
d
t
o
c
(
o
n
t
i
b
bFig. 1. Schematic overview o
1.5 g) to obtain a sensor “cocktail”. Silicone rubber was added
ecause of its better adherence properties for glass compared to
olystyrene. This “cocktail” was deposited onto glass wafers with
hotomasks as stencils using an in-house developed computerized
umerical control (CNC) air-brush spraying device (Supplementary
ig. S.2). The spraying device consists of an airbrush (EFBE Spritzau-
omat 1/2L, 0.2 mm nozzle diameter, www.efbe-airbrush.de) ﬁxed
o an x–y–z table actuated by stepper motors (two-phase-stepper-
otor, www.isel-gmbh.com). The motors are controlled by a Triple
east Driver (www.benezan-electronics.de), which also drives a
ourth axis extension for the airbrush needle valve and a solenoid
alve (SMC) for airﬂow switching. The opening of the airbrush nee-
le valve in combination with the opening time determines the
mount of deposited material. The spraying procedure was auto-
ated by using G-Code and LinuxCNC (www.linuxcnc.org). The
ensor ﬁlms were cured at 60 ◦C for 24 h. Layer thicknesses were
etermined on a Bruker DekTak XT surface proﬁler. After curing,
he sensor layers were gas-phase calibrated in an in-house devel-
ped temperature controlled calibration chamber. Two  mass ﬂow
ontroller instruments (Read Y smart series) by Vögtlin instruments
www.voegtlin.com) were used to obtain gas mixtures of deﬁned
xygen partial pressures (pO2). Compressed air, 2% (v/v) oxygen in
itrogen and nitrogen were used as calibration gases. The calibra-
ion gas was passed through a stainless steel coil which was dipped
nto a temperature-controlled water bath before reaching the cali-
ration chamber. The sensor layers were calibrated again after the
onding procedure to study its inﬂuence on the sensor material.hip-manufacturing process.
2.3. Online monitoring of enzyme reactions
Microreactors were connected via an in-house developed chip
holder (Fig. 2 and Supplementary Fig. S.3) to syringe pumps (Cavro®
Centris pumps from Tecan, www.tecan.com) which were operated
by a specially written Lab VIEW program (www.ni.com/labview)
we developed for this purpose. The oxidations of d-alanine and
d-phenylalanine by d-amino acide oxidase, and glucose oxida-
tion by glucose oxidase were used as model reactions. Therefore,
d-alanine (35.4 mg,  100 mM),  d-phenylalanine (65.6 mg,  100 mM)
and d-amino acid oxidase (2.1 mg)  were thus each dissolved in 4 mL
of 100 mM TRIS buffer, pH 8.3 containing PEG 6000 (50 mg). -
d(+)-glucose monohydrate (500 mg,  50 mM)  and glucose oxidase
(2.5 mg  for the enzyme cascade with catalase, otherwise 0.9 mg)
were dissolved each in 50 mL  of 10 mM  phosphate buffer, pH 7.0
containing sodium chloride (130 mM)  and PEG 6000 (600 mg). The
oxidation of glucose was  carried out in the absence or presence
of catalase (approx. 4 mg  in 50 mL  of 10 mM phosphate buffer
containing 130 mM NaCl and 600 mg  PEG 6000). A two point cal-
ibration of the oxygen sensors was performed with air saturated
water and deoxygenated water before the analysis. The microre-
actors were also purged with buffer containing 1% w/w PEG 6000
prior to the measurement to minimize non-speciﬁc binding of the
enzymes to the surface. The microreactor contained two  main inlets
each connected to a separate syringe pump. One inlet was  used to
introduce the enzyme solution into the chip and the other to intro-
duce the substrates. The catalase solution was introduced over a
lateral inlet by a third syringe pump. The channels of the used
J. Ehgartner et al. / Sensors and Actuators B 228 (2016) 748–757 751
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icroreactor were 200 m or 400 m deep and 100 m or 200 m
ide. The ﬂow rate during the oxidation of the amino acids was
.6 L/s (0.3 L/s for each pump). Different ﬂow rates (1.2 L/s,
.8 L/s, 0.4 L/s, 0.2 L/s) were applied for the oxidation of glu-
ose. All syringe pumps were operated at a ﬂow rate of 0.1 L/s
or the catalase experiment. All enzyme reactions were carried
ut at room temperature. The oxygen measurements within the
icroreactor were carried out either with a 4-channel optical oxy-
en meter (FireStingO2) connected to optical ﬁbres (Plastic ﬁbre
able, simplex ﬁbre 1 mm,  PE-jacket 2.2 mm,  www.ratioplast.com)
r with a USB oxygen meter (Piccolo2) connected to a stainless
teel tube including an optical plastic ﬁbre (2 mm in diameter);
oth devices were obtained from Pyroscience (www.pyro-science.
om). The optical ﬁbre for the USB oxygen meter was adapted with a
Radient INdex (GRIN lens, www.grintech.de) to enhance the sig-
al intensities, especially for smaller sensor layers. The lens was
ttached in front of the ﬁbre. The modulation frequency of the opti-
al oxygen meter was set to 4000 Hz for PtTPTBPF and to 400 Hz for
dTPTBPF. The intensity of the LED varied according to the sensor
ize but was generally set ≤60% and the ampliﬁcation of signal was
ypically set ≤400×.
. Results and discussion
We  aimed to develop an analysis set-up based on optical sen-
ors for the quantitative determination of oxygen. The development
nvolved the following steps: (i) integration of sensor structures
nto silicon-glass microreactors, (ii) characterization of sensors, (iii)
odiﬁcation of measurement devices, and (iv) testing of the set-up.
.1. Integration and characterization of oxygen sensors
Airbrush spraying was used to produce sensor ﬁlms with differ-
nt shapes and sizes, because similar to inkjet printing, it allows
elective deposition and patterning of optical sensors at vari-
us positions along a microﬂuidic chip. The smallest sensor spots
prayed with stencils had diameters of 100 m (Fig. 3) and spots
prayed without stencils had diameters of 2 mm.  We  obtained
omogeneous sensor layers and used on average 2 L sensor cock-
ail per spot (2 mm in diameter). In principle, one third of this
olume would also lead to sufﬁcient sensor signals. The airbrush
praying set-up can be used with sensor “cocktails” containing
olatile solvents and is not prone to clogging when the sensore microﬂuidic chip and the in-house developed chip holder.
solution is sufﬁciently diluted. Sensor solutions should contain less
than 2% w/w of polystyrene (molecular weight = 250 000 g/mol) to
reliably operate the spraying system if chloroform is used as sol-
vent. In addition, the used CNC airbrush spraying set-up can be
programmed which is a helpful step for obtaining reproducible
sensor layers. The thickness of the produced ﬁlms can be adjusted
by the number of spraying repetitions or by adjusting the opening
of the needle valve. Our produced sensor layers had on average a
thickness of 2.2 ± 0.2 m (n = 7, spraying repetitions = 20), but also
sensor layers with a thickness of approx. 0.5 m provide sufﬁcient
signals with the used sensor cocktail. We deposited the sensing
layers onto glass. The sensor material consisted of a polystyrene-
silicone rubber composite matrix with the oxygen indicator dye
physically entrapped. The addition of silicone rubber increases the
adherence to glass due to its increased hydrophilicity compared
to a common polystyrene matrix. The composite material exhibits
additionally similar sensing properties for oxygen compared to
polystyrene. The calibration curves of the new composite material
and common polystyrene matrices are comparable (Supplemen-
tary Fig. S.4). We  thus assume that the indicator dye is mostly
entrapped in the polystyrene domains of the composite due to the
low solubility of our indicator dyes in silicones [38].
Stern–Volmer calibration curves of the new sensing material
are shown in Fig. 4. The calibration curves were recorded in repli-
cates (n = 3). The error bars in Fig. 4 (hardly noticeable) reﬂect the
variation of a single sensor layer calibrated three times. The relative
standard deviations (RSD) are <0.5%. Calibration curves of indepen-
dently manufactured sensing layers combined in one calibration
(n = 3 for PdTPTBPF and n = 8 PtTPTBPF) are shown in Supplemen-
tary Fig. S.5. Their relative standard deviations (RSD) are <5% and
reﬂect the variation of the manufacturing process. A simple two
point calibration procedure is typically sufﬁcient to achieve high
accuracy. The two-site model was used to ﬁt the calibration data
[39] (Eq. (1)).
I0
I
= 0

= ( f1
1 + KSV,1 × pO2
+ f2
1 + KSV,2 × pO2
)
−1
(1)
The ratio I0/I in the model was replaced by 0/ where  is the
lifetime of the oxygen indicator dye at a certain pO2-value, there-
fore the two-site model has no physical signiﬁcance. The lifetime
0 represents the lifetime under deoxygenated conditions, where
the oxygen indicator is in its unquenched state. The lifetimes were
calculated from the phase shift ϕ recorded by the oxygen meter
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Fig. 3. Sensing lines or spots ranging from 1000 m to 100 m in width or diameter an
wide  sensing area and of a 150 m wide sensor line. Lines and spots were prepared by air
taken  with a monochromatic camera (spot) or a color camera (line).
Table 1
Calibration parameters for the sensing layers at 20 ◦C.
KSV,1/* 10−3 hPa−1 KSV,2/* 10−3 hPa−1 f1
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tive when the distances become longer. Hence, these systems arePtTPTBPF 17.4 2.03 0.821
PdTPTBPF 110.8 21.1 0.638
ccording to the equation  = tan (ϕ)/(2 ×  × f), where f is the
odulation frequency. The calibration parameters are shown in
able 1.
The resolution of the measurement set-up for the normal range
xygen sensor (PtTPTBPF) was about 0.2–0.6 hPa at low oxygen
oncentrations (<50 hPa) and about 1–2 hPa at ambient air oxy-
en concentrations (approx. 204 hPa at 980 mbar air pressure). The
race range oxygen sensor (<20 hPa; PdTPTBPF) showed a reso-
ution of about 0.06–0.22 hPa. The resolution was calculated by
nserting the upper and lower limit of a calibration point (mean
alue ± the standard deviation) into Eq. (1), the equation was  solved
or pO2 and the difference was calculated out of these values. The
imit of detection was 0.08 hPa for the normal range oxygen sensor
nd 0.009 hPa for the trace range oxygen sensor [0/(0 ± 3 × )].
nodic bonding of the glass-silicon microreactors was performed
t a temperature of approx. 180 ◦C and calibration before and after
onding revealed that the sensor materials became more sensi-
ive after bonding (Supplementary Fig. S.5). We  assume that the
omposite matrix became more permeable for oxygen due to the
ncreased temperature during the bonding process. Nevertheless
his does not have a signiﬁcant impact on the sensor performance.
n addition, the size of the sensing areas had no signiﬁcant inﬂuence
n the calibration function (Supplementary Figs. S.6 and S.7).
PdTPTBPF and PtTPTBPF were used because of their high bright-
ess, excellent photostability and ideal spectral properties [36].
hese dyes are excitable with red light, emit in the near infrared
nd therefore fulﬁl all the spectral requirements given by the
sed oxygen meters. Photostability tests of sensor spots (PtTPTBPF,
00 m in diameter) revealed that illumination with a USB oxy-
en meter (Piccolo2) equipped with a focusing lens at maximum
ED intensity resulted in no signal drift over more than 32 000d microscopic bright-ﬁeld images of a 100 m sensor spot integrated into a 1 mm
brush spraying in combination with stencils. Microscopic bright-ﬁeld images were
measurements points (corresponds to 9 h of continuous measure-
ment at a measurement frequency of 1 measurement point per
second, Supplementary Fig. S.8). Long-wavelength (above 600 nm)
excitable and emissive indicators offer the advantage of less back-
ground ﬂuorescence or scattering from polymer chips or biological
matter (cells, proteins etc.). Moreover, excitation with red-light is
less harmful to cells in comparison to UV or blue light.
3.2. Modiﬁcation of measurement devices
The high brightness of the used dyes is beneﬁcial for microﬂu-
idic applications because read out can be performed with standard
optical ﬁbres although the sensor areas are typically <1 mm2. In
addition, we modiﬁed a commercially available USB oxygen meter
(Piccolo) with a gradient index lens to enhance the signal intensities
by a factor of approx. 20 for smaller sensing areas (<0.05 mm2). Fur-
thermore, the Piccolo with the lens gave excellent signal-to-noise
ratios of more than 500 for a sensor spot (200 m in diameter) in
close proximity (distance <0.5 mm,  Supplementary Fig. S.11). This
set-up thus offers the possibility of measuring even smaller sensor
structures. Note that with decreasing sensor spot size the posi-
tioning of the measurement device requires more accurate and
sophisticated set-ups. The advantage of the gradient index lens
is that it focuses the excitation light exactly onto a sensing spot
and thus enhances the signal intensities. The focused excitation
light has approximately a diameter of 80 m (Supplementary Fig.
S.9). Further, we studied the inﬂuence of the distance between the
measurement ﬁbre and a sensor spot on the signal intensity (Sup-
plementary Figs. S.10 and S.11). The distance between different
ﬁbres and sensor spots (200 m or 1.4 mm in diameter) in water
was adjusted by a xyz-micromanipulator and the signal intensi-
ties were recorded. Fibres with small diameters or ﬁbres equipped
with a lens provide high signal intensities at distances close to the
sensor spot, but the collection of the emission light is less effec-better suited for sensor spots which are in close proximity to the
ﬁbre/lens. The FireStingO2 oxygen meter offers the possibility that
up to four sensor spots can be measured simultaneously compared
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Fig. 4. Stern–Volmer calibration curves (left Y-axis) and luminescent lifetimes (right
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Fig. 5. Different types of microreactors. Microreactor (1) contained 7 chambers
each containing a sensor spot with a diameter of 100 m,  200 m or 300 m. In-axis) (n = 3 measurements) for the integrated trace range [PdTPTBPF, (a)] and nor-
al  range [PtTPTBPF, (b)] oxygen optodes at 20 ◦C, 25 ◦C, 30 ◦C and 37 ◦C. Lines
ndicate a ﬁt according to Eq. (1).
o the Piccolo which scores with its smaller dimensions instead.
n principle all of the used oxygen meters offer the advantage of
eing small, inexpensive and allowing accurate readout via lumi-
escent lifetime measurements in the frequency domain, which is
ess prone to errors than intensity based methods. The beneﬁt of
uminescence lifetime measurements is that changes in the mea-
urement conditions (alignment of the readout device, variations
n the thickness of the sensor layer, variations of the intensity of the
xcitation light or of the incident light) do not result in signiﬁcant
ignal changes compared to intensity measurements.
.3. Online monitoring of enzyme reactions
The performance of the sensor- and measurement systems was
ested in different glass-silicon microreactors (named Microreac-
or 1–3). We  used two model reactions to deplete the oxygen
oncentrations within the microreactors namely the oxidation of
eta-d-glucose to d-glucono-1,5-lactone and hydrogen peroxide
y glucose oxidase or the oxidation of d-amino acids to a 2-oxo
arboxylate, ammonia and hydrogen peroxide by d-amino acid oxi-
ase.
Microreactor 1 (channel dimensions: 200 m deep, 100 m
ide; volume: 11.8 L, Fig. 5) contained 7 chambers (dimensions:
ength 3.5 mm,  width 1 mm).  Each chamber contained a sens-
ng spot (PtTPTBPF) with a diameter of either 100 m,  200 m
r 300 m.  This demonstrates the miniaturization of the sensormicroreactor (2) the chambers were fully covered by oxygen sensors and microre-
actor (3) contained the oxygen sensor along the straight microﬂuidic structures of
the  channels.
areas. The response time (t90) of these sensing set-ups to a rapid
change in oxygen concentration from air saturation to anoxic con-
ditions was  approx. 3 s and determined by introducing gaseous
nitrogen into the chip. The modiﬁed USB-oxygen meter was  used as
read out device to monitor the oxidation of glucose to d-glucono-
-lactone and hydrogen peroxide by glucose oxidase at different
ﬂow rates [1.2 L/s, 0.8 L/s, 0.4 L/s, 0.2 L/s; Fig. 6(a)]. The mea-
surement was performed at a 100 m spot (in diameter) at the
ﬁfth chamber (counted from the inlets). The oxygen concentrations
decreased within the microreactor with decreasing ﬂow rate due
to the longer residence time of the enzyme which is consuming the
oxygen. Furthermore, the pumps stopped and reﬁlled their syringes
with either enzyme- or glucose solution before changing to a new
ﬂow rate. During this time (approx. 10–30 s) the glucose oxidase
depleted the oxygen within the chamber which can be monitored
online with our set-up [Fig. 6(a)]. Each ﬂow rate was repeated
three times and the oxygen concentrations were calculated out of
the plateaus. The oxygen concentrations were 119.8 ± 0.7 hPa at
1.2 L/s, 91.2 ± 0.5 hPa at 0.8 L/s, 27.3 ± 0.5 hPa at 0.4 L/s and <
0.6 hPa at 0.2 L/s.
Microreactor 2 possessed the same characteristics (channel
dimensions, response time, PtTPTBPF) as microreactor 1 but the
chambers were fully covered by the oxygen sensor. These sen-
sor chambers allow an easier alignment of the read out system
and exhibit higher signal intensities. Hence the read out could be
performed by optical ﬁbres (1 mm  in diameter) connected to the 4-
channel oxygen meter (FirestingO2). The set-up was used for online
monitoring of the oxidation of d-alanine and d-phenylalanine by
d-amino acid oxidase [Fig. 6(b) and (c)]. The oxygen depletion was
simultaneously determined at four sensing spots which were cho-
sen randomly. The microreactor was ﬁrst ﬂushed with water and
then d-alanine and d-amino acid oxidase were introduced over
two separate inlets at a ﬂow rate of 0.6 L/s (0.3 L/s per pump).
The pumps had to be reﬁlled every 5.6 min  indicated by the oxy-
gen depletion within the microreactor due to the consumption of
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xygen by the enzyme. After approx. 8–15 min  (depending on the
easurement position) the system (pumps, tubes, solutions and
icroreactor) was stable and provided consistent oxygen concen-
rations. After 40 min  d-alanine was replaced by d-phenylalanine
6(c)] and it required 20–25 min  until the signal was stabilized
gain. This stabilization time of the microreactor is a function of
he ﬂuidic conditions (ﬂow rate, channel geometry) and thus can be
djusted by changing these parameters. The oxygen concentrations
or d-alanine and d-phenylalanine are shown in supplementary
able 1. As expected, d-phenylalanine is oxidized faster than d-
lanine [40].
Microreactor 3 (channel dimensions: 400 m deep, 200 m
ide, volume: 27.6 L) did not contain sensing chambers and the
xygen sensor (PtTPTBPF) was directly integrated into the straight
icroﬂuidic structures with a width of 200 m.  Its response time
t90) was about 3 s and determined by introducing gaseous nitro-rates of 1.2 L/s, 0.8 L/s, 0.4 L/s and 0.2 L/s were performed in microreactor 1.
ate of 0.6 L/s were carried out in microreactor 2. All reactions were performed at
gen into the chip. Read out was performed by the 4-channel oxygen
meter connected to optical ﬁbres. An enzyme cascade reaction
using glucose oxidase to deplete oxygen and catalase to reproduce
oxygen was  carried out in microreactor 3 [Fig. 7(a)] and additionally
in a modiﬁed version of microreactor 2 [Fig. 7(b)] which contained
PdTPTBPF and PtTPTBPF oxygen sensing layers. In detail the ﬁrst
three chambers of the modiﬁed version contained the PdTPTBPF
sensors and the other four contained the PtTPTBPF sensors. The
oxygen concentrations were simultaneously determined at four
sensing areas (Fig. 7). Glucose and glucose oxidase were introduced
separately over the two main inlets and catalase over a lateral inlet
after the ﬁrst two measurement areas. The third pump with catalase
solution was  switched on and off alternately (I and II in Fig. 7) to see
the difference when the catalase is present/absent. It can be seen
from Fig. 7 that the oxygen concentrations decrease from the ﬁrst to
the second measurement position. At the third position the oxygen
J. Ehgartner et al. / Sensors and Actuators B 228 (2016) 748–757 755
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ere  performed at room temperature in microreactor 3 (a) and a modiﬁed version o
oncentration is increased when the third pump was switched on
ecause of the introduction of air saturated catalase solution into
he microreactor. At the fourth measurement position the oxygen
evels are decreased again even when the third pump is switched
n because the glucose oxidase is consuming the oxygen faster than
he catalase can reproduce it. We  indirectly tested the function of
he catalase in another experiment by introducing just air saturated
uffer over the lateral inlet and conﬁrmed that the oxygen con-
entration at the third and fourth measurement position without
atalase is signiﬁcantly lower. The oxygen concentrations at dif-
erent measurement positions are shown in Supplementary Table
. As mentioned above the syringe pumps had to be reﬁlled and
herefore stopped pumping. The peak at approximately 10 min  in
ig. 7(a) derived because catalase was introduced into the microre-
ctor while the two other pumps stopped for reﬁlling.
The enzyme reactions demonstrate that this measurement
et-up is ideally suited for online monitoring of oxygen within
icroﬂuidic devices. The oxygen impermeability of the glass-
ilicon microreactor is beneﬁcial compared to devices from PDMS
r other polymeric materials because it avoids disturbing the oxy-
en intake from the surrounding chip material. Our microreactor
ystem thus enables the investigation of oxygen depletion reac-
ions within microﬂuidic devices and provides a useful tool for
etermining kinetic parameters at -scale in the future.
. ConclusionIn summary, we report a powerful measurement-set up for
icroﬂuidic applications consisting of NIR-emitting optical oxygen
ensors and an inexpensive and robust readout via commerciallyxide, which was alternating reconverted into oxygen by adding catalase. Reactions
oreactor 2 (b). Pumps were operated at a ﬂow rate of 0.1 L/s.
available oxygen meters adapted with gradient index lenses to
enhance the signal intensities. The set-up enables the determina-
tion of oxygen up to a resolution of 0.06–0.22 hPa (approx. 3–9 g/L
of dissolved oxygen). Furthermore, the sensitivity of the sensor can
be easily adjusted by the integration of different oxygen indicator
dyes. Moreover, the integration and patterning of sensor layers into
microreactors was demonstrated by automated airbrush spray-
ing, a versatile method. Our fabricated microreactors consisted of
silicon-glass composites, contained integrated oxygen sensor down
to a size of 100 m in diameter and were used to monitor enzyme
reactions. In contrast to common polymeric chip materials, silicon
and glass offer the advantage of being impermeable for oxygen and
therefore the effect of the bulk material on the oxygen concentra-
tion is negligible. The microreactors can be used in future for kinetic
studies of oxygen consuming or producing enzyme reactions, cell
based respiration measurements or organ-on-chip applications.
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